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Being a calcium-based ceramic compound, hydroxyapa-

® o o o o o o tjite exhibits brittleness, a very high compressive strength

(up to 917 MPa), and a very low tensile property. Young’s
modulus and Poisson’s ratio of sintered HAp are directly
proportional to its density (porosity). If density increases by
100%, Young’s modulus can reach 117 GPa and fracture
toughness can reach 1 MPa/m? [8]. Hydroxyapatite coat-
ings can be deposited on titanium substrates using many
techniques. The most popular technique is electrophoretic
deposition, in which whole HAp particles dispersed in or-
ganic alcohol achieve the electric charge, allowing them
to deposit on an electrode as a very thin layer [4]. Other
methods involve precipitation, the sol-gel method, and the
hydrothermal method. Hydroxyapatite has also antibacte-
rial properties, affecting both gram-negative bacteria and
gram-positive bacteria thanks to its ability to penetrate the
bacterial cell wall through electrostatic action. Hydroxyapa-
tite nanoparticles (nanoHAp) have a wide spectrum of anti-
bacterial activity and can potentially be used in medicine and
environmental protection [10]. HAp is used in bone tissue
engineering alone or can be doped with various metallic
or non-metallic dopants to tailor its properties. Substitution
enhances the properties of modified HAP depending on the
properties of a dopant [8]. Despite numerous advantages,
a noticeable disadvantage of bioceramic coatings (e.g. HAp,
nanoHAp) deposited on metallic implants is their tendency
to crack and poor adhesion to the substrate. Modifications
of the chemical composition of applied coatings can be con-
sidered one of the possibilities to alleviate this problem [11].

To ensure the best properties of the material, scientists
modify the surface of implants, often using materials in nano-
metric scale. The use of nanomaterials and nanostructures
has revolutionized many fields of medicine and has led to
a significant expansion of the list of implantable biomateri-
als and medical devices. Nanometals are often used due
to their unique properties, including antimicrobial and anti-
inflammatory ones [12]. Postoperative treatment following
implantation is carried out by administering antibiotics.
Similar effects can be achieved by the addition of some
nanometals, operating as biocidal agents, to the coating.

Silver is usually applied directly to the implant surface
as a pure metal or nanosilver [13]. Geissel et al. proved
the antibacterial properties of silver nanoparticles using
a scanning electron microscope. They showed that Staphy-
lococcus aureus bacteria grown on pure SiO, had an intact
and globally shaped shell, while the samples enriched with
silver revealed a damaged cell structure of the surface of
the bacteria attached to the particles [14].

The emerging problem of multi-drug resistance and its
consequences stimulate researchers to search for effective
alternatives to fight biofilm formation. Although the anti-
bacterial properties of materials such as silver, nickel, and
copper have been confirmed, it is recommended to create
synergistic composite materials as bacterial pathogens can
effectively develop resistance against metal nanophases.
Therefore, itis very important to improve and maintain their
antibacterial potential [15].

Despite the significant advantages of such approach,
there is still a danger of negative effects on the human body.
In an in vitro toxicity study of silver nanoparticles, even low
exposure to silver nanoparticles induced oxidative stress
and impaired mitochondrial functions. In vivo studies in
rats on oral toxicity of nanosilver showed that nanosilver
accumulated in the liver [16].

Copper is known not only for its high electrical and ther-
mal conductivity but also for its antimicrobial properties.
It has long been used as an effective antibacterial, antiviral,
and antifungal agent. Copper nanoparticles are of interest
for their excellent chemical, physical and optical properties,
heat transfer, large surface area to volume ratio, as well as
catalytic, magnetic, and biological properties [17-19].

Studies of antimicrobial activity have shown that copper
oxide nanoparticles are effective as antimicrobial agents for
both gram-positive and gram-negative bacteria. Bacteria
have cell membranes with nanometer-sized pores which
facilitate the penetration of nanoparticles. This is the cause
of cytoplasm degradation, which ultimately leads to cell
death. The antimicrobial mechanism is mainly attributed
to the strong adsorption of ions to bacterial cells, which
confers antimicrobial efficacy in a concentration-dependent
manner [20].

Argueta-Figueroa et al. [20] synthesized nanoparticles
of copper, nickel, and bimetallic Cu-Ni using a chemical
method. Their antibacterial activity has been tested against
the commonly used standard human pathogens Staphylo-
coccus aureus (gram negative), Escherichia coli (gram posi-
tive), and additionally Streptococcus mutans. Streptococcus
mutans is physiologically present in the human mouth and
contributes to tooth decay. Studies have shown that copper
nanoparticles exhibit bactericidal activity against S. aureus,
E. coli, and S. mutans, while nickel nanoparticles and bime-
tallic Cu-Ni nanoparticles only exhibit bacteriostatic activity
against the same microorganisms [20].

The paper deals with the analysis of hydroxyapatite
(HAp) coatings (without additives and with nanometals)
on the titanium alloy. The aim of the study is to compare
the biological and mechanical properties of the samples.

Materials and Methods

Preparation of samples

The Ti13Zr13Nb alloy was used as a substrate. The
surface was prepared by using abrasive paper SiC up to
grit# 2500. The samples were then rinsed with isopropanol
and ultrasonically cleaned.

Electrophoretic deposition of HAp coatings

The Ti13Zr13Nb alloy samples were covered with hy-
droxyapatite coatings by the electrophoretic technique.
The EPD was carried out in a suspension prepared by
dispersing 0.1143 g of HAp powder (Sigma-Aldrich) in
100 ml of ethanol (anhydrous, 99.8% purity). The EPD
was performed at 8 V for 10 min at room temperature.
The hydroxyapatite solution was mixed with a magnetic
stir bar for 4-5 min prior to each sample procedure. Finally,
the deposited coatings were air dried at room tempera-
ture for 24 h. Subsequently, the samples were sintered in
a vacuum oven for 2 h at 500°C.

Immersion method

The surface of the samples was modified with silver, cop-
per, and nickel nanoparticles using the immersion method.
0.005 g of nanoparticles were dispersed in 50 ml of 99.8%
anhydrous alcohol. The size of the nanoparticles is shown
in TABLE 1.

TABLE 1. Size of nanoparticles.

Nanoparticles Size [nm]
Ag 40
Cu 10-30 |
| Ni 10-30 |
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Initiation of bacterial growth

All samples were immersed in a bacterial solution [21]
for 30 days. The chemical composition of the solution is
presented in TABLE 2, and the list of the added microorgan-
isms in TABLE 3.

TABLE 2. Chemical composition of the bacterial
solution [21].

Component Content [g/dm?]

Casein peptone 17
Pepton S 3
NaCl 5

Na,HPO, 25

Glucose 2.5

TABLE 3. List of bacteria added to the solution [21].

Bacteria Content in liquid [%]
Staphylococcus aureus 20
Staphylococcus epidermidis 20
Enterococcus faecalis 15
Enterobacter cloacae 10
Pseudomonas aeruginosa 35

Surface examination

The morphology of the samples was investigated by
a Schottky field emission scanning electron microscope
(FEI Quanta FEG 250) with an ET secondary electron de-
tector. The beam accelerating voltage was kept at 10 kV.
For the purpose of elemental analysis, energy dispersive
X-ray spectroscopy was performed with the EDAX Genesis
APEX 2i with the ApolloX SDD spectrometer.

Measurements of contact angle

Eight samples of titanium alloy with a hydroxyapatite coat-
ing were tested with the Attension Thete Lite goniometer to
assess the wettability of the materials. A drop of water was
dropped onto the sample surface. The computer program
calculated the contact angle (CA) from the shape of the drop
of water immediately after its contact with the surface of
the sample, then the measurement was after 5s and 10 s.
The surface of the material is considered hydrophilic if the
measured value is below 90° and hydrophobic above 90°.

Mechanical studies - nanoindentation and
nanoscratch tests

Nanoindentation tests were performed using the
NanoTestTM Vantage device. ABerkovich diamond indenter
with an apex angle of 124.4°was used for the analysis.
The parameters of the nanoindentation tests are shown in
TABLE 4.

TABLE 4. The parameters of the nanoindentation
tests.

Parameter Value

Number of measurements 15
Maximum force [mN] 10
Loading time [s] 10

The dwell period at maximum load [s] 5
Unloading time [s] 10

The modulus of elasticity was calculated after transform-
ing the formula [7]:
1 1-vS2 1-v?

E = E ' E (1)
where v, is the nanoindenter Poisson’s ratio (accepted as
0.07) [7], v, is the Poisson’s ratio of the tested materials
(accepted for HAp as 0.3 [4] and 0.27 for titanium alloy [7]),
Es is the elastic modulus of the tested samples, Ei is the
Young’s modulus of the nanoindenter (accepted as 1140 GPa)
and Er is the reduced modulus of elasticity [7]. The final
equation from which the reduced Young’s modulus was
determined is:

Ei Er (1 _ Vsz)

B EE(-w) 2)

Nano-scratch tests were performed with the NanoTest™
Vantage (Micro Materials). The scratch tests were carried
out by increasing the load from 0 mN to 200 mN at a loading
rate of 1.3 mN/s at a distance of 500 um. The adhesion of
the coating was assessed based on the observation of an
abrupt change in frictional force during the test.

Results and Discussions

Surface examination using a scanning electron
microscope

Samples of Ti13Zr13Nb titanium alloy coated with hy-
droxyapatite with metal nanoparticles were examined using
a scanning electron microscope. The received images are
shown in FIG. 1.

The scanning electron microscope study showed numer-
ous nanoparticles on the surface. The distribution of the
nanoparticles was heterogeneous in the case of Ag and Cu.
They also formed numerous agglomerates. The sample
with nickel nanoparticles was characterized by the highest
homogeneity of the nanoparticles distribution.

The SEM indicated changes in the topography of the
implant surface with visible singular bacteria and biofilm
colonies. The biofilm showed a tendency to capsulate the
nanoparticles, but the cell structure of the bacteria on the
surface of the nanoparticles was damaged. This phenom-
enon was also observed in the studies of the antibacterial
properties of silver nanoparticles on SiO,. Geissel et al. [14]
detected that samples enriched with silver showed a dam-
aged cell structure of the Staphylococcus aureus bacteria
attached to the surface of the particles. The significant dead
biofilm proved the antibacterial properties of the coatings.
Bartmanski et al. [4] presented high magnification SEM im-
ages that demonstrate the porous structure of the nanoHAp
coatings. For nanoHAp coatings obtained at 0.1 g nanoHAp
powder in the solution, the coatings roughness decreased
with the increasing voltage, due to the presence of a smaller
number of agglomerates on the surface.
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FIG. 1. Surfaces of the HAp coatings with the nanoparticles after 1 month in the bacterial solution. A) Image of
the surface of titanium alloy with deposited HAp and silver nanoparticles, visible agglomerates of silver nano-
particles and a living (1) and dead biofilm (2). B) Surface image of titanium alloy with deposited HAp and nickel
nanoparticles - visible Ni nanoparticles. C) Surface image of titanium alloy with deposited HAp and copper
nanoparticles with visible nanoparticles (1) and dead biofilm (2).

Measurements of contact angle

TABLE 5 presents the results of the contact angles ob-
tained for the tested materials; the results were averaged
over 4 measurements. The volume of the drop of water
was 4 pl.

The wettability assessment showed that the samples
were hydrophilic, which is consistent with the literature
data. The lowest contact angle was observed for the
sample with the additive-free hydroxyapatite coating (0°)
and the highest contact angle occurred for the copper
nanoparticles enriched implant (17.94°). The contact an-
gle values of the hydroxyapatite samples with silver and
nickel nanoparticles were 8.88° and 3.33°, respectively.

The nanoparticles significantly increase the value of the con-
tact angle, which is consistent with the literature data [13].
Scientists concluded that the presence of silver nanoparti-
cles on the surface may prevent water droplets from pen-
etrating into the nanoHAp coating, resulting in an increase
in the contact angle [13].

The low contact angle values for all specimens may be
attributed to their porous surface structure. Contact angles
are measures of wettability; their low values correspond to
better osseointegration. On the other hand, the best values
of contact angle for cell attachment were assessed at 55°
and for bone regeneration at 35° to 80° [13]; these values
are higher than those obtained in the presented studies.

TABLE 5. Results of the obtained contact angles for the samples as a function of time.

Time  CA mean for the sample

CA mean for the sample

CA mean for the sample CA mean for the sample

[s] without nanoparticles [°] with Ag nanoparticles [°] with Cu nanoparticles [°] with Ni nanoparticles [°]

0 67.77 + 32.98 40.42£17.0 24.35 + 24.56 38.26 +4.6
I 5 29.57 + 33.46 12.96 £ 8.0 50.44 +24.40 13.62 £4.92 I
| 10 040 8.88+7.3 17.94 + 22.82 3334576 |
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Mechanical studies - nanoindentation and The nanoscratch tests were performed for HAp coat-
nanoscratch tests ing with nanometals. 5 measurements were made for e e @ ® @ ® ®
FIG. 2 shows one of the nanoindentation load-displace- each sample. The obtained results are shown in TABLE 7
ment curve for the examined materials. The nanoindentation based on the diagram of the depth change depending on
tests were performed for all HAp coatings with nanometals the distance. First, the distance at which the coating was
and for the titanium samples only after grinding. The me- delaminated was determined, then the appropriate normal
chanical properties - hardness and Young’s modulus - are force for the distance covered by the tool was determined.
shown in TABLE 6. 15 nanoindentation measurements The graphs of changes in surface topography before and
were pursued. after the nanoscratch tests are presented in FIG. 3.
12
TABLE 6. Mechanical properties: hardness and
10 Young’s Modulus of samples.
8
= Material Hardness Young’s modulus
E® [GPa] [GPa]
=
§ 4
2 HAp with Ag 195+1.10 | 74.88+27.15
nanoparticles
o
0 100 200 300 400 500 600 700 800 900 P
2 SR 0.82 +0.34 55.13 + 13.88
Depth [nm] nanoparticles
FIG. 2. Nanoindentation load-displacement curve HAp with Ni
obtained for HAp coating with Ni nanoparticles. nanoparticles 1.30£1.10 80.66 + 26.54

TABLE 7. Results of nanoscratch tests of the HAp coatings with nanometals.

HAp with Ag nanoparticles HAp with Cu nanoparticles HAp with Ni nanoparticles
Measurement
Distance [um] Load [mN] Distance [um] Load [mN] Distance [um] Load [mN]
1 64 25.6 13 5.2 47 18.8
2 86 34.4 39 15.6 108 43.2
3 82 32.8 68 27.2 100 40
4 80 32 75 30 100 40
5 80 32 68 27.2 119 47.6
average 31.36 + 3.01 21.04 £9.35 37.92 £9.96
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The conducted tests of mechanical properties indicate

® o o o o o o the heterogeneity of the coatings due to the large stand-

ard deviation of the obtained hardness results, which is
associated with high surface roughness. The greatest
heterogeneity was revealed for the hydroxyapatite coating
with nickel nanoparticles (1.30 £ 1.10 GPa), and the lowest
for the hydroxyapatite coating with copper nanoparticles
(0.82 + 0.34 GPa). The coatings are characterized by
low hardness; this value depends on the thickness of the
coating (the greater the thickness, the harder the coating).
The most advantageous Young’s modulus was observed for
the hydroxyapatite coating with copper nanoparticles (55.13 +
13.88 GPa) and its value was the closest to the Young’s mod-
ulus of bone. Young’s modulus result was the highest for HAp
with Ni nanoparticles and amounted to 80.66 + 26.54 GPa.
Bartmanski et al. [11] observed that Ag nanoparticles ad-
dition had negligible influence on the coating’s mechanical
properties. Still, the presence of Cu nanoparticles, alone
or with Ag nanoparticles, resulted in the increased value of
hardness and Young’s modulus. The positive impact of Cu
nanoparticles may be attributed to somewhat decreasing
porosity and susceptibility to brittle cracking.

The adhesion of coatings to the metallic substrate is one
of the most essential properties determining the quality of
the coatings. The loose particles in HAp coatings may even
initiate inflammation process and disappearance of bone in
its surroundings [4]. The sample with nickel nanoparticles
had the best coating adhesion, where the force at which
delamination occurred was 37.92 + 9.96 mN. The smallest
force causing delamination of the coating was observed for
the sample with copper nanoparticles.

Conclusions

The Ti13Zr13Nb alloy samples were covered with hy-
droxyapatite coatings through the electrophoretic deposi-
tion. The samples surface was modified with silver, copper,
and nickel nanoparticles. Eight titanium samples (i.e. an
additive-free hydroxyapatite coating, a silver nanoparticles
enriched implant, a copper nanoparticles enriched implant
and a nickel nanoparticles enriched implant), were placed
in a bacterial solution for a period of one month. Each sam-
ple was examined using a scanning electron microscope.
Wettability and mechanical properties were also assessed.

The significant dead biofilm in their vicinity proves the
effectiveness of antibacterial activity. All of the samples
had visible high surface roughness, which was confirmed
in nanohardness tests using the nanoindentation method.
The coatings were characterized by a low hardness (this
value depends on the thickness of the coating). The most
advantageous Young’s modulus was observed in the case
of the hydroxyapatite coating with copper nanoparticles, as
its value is most similar to the Young’s modulus of bone.
The sample with nickel nanoparticles had the best coating
adhesion. All the samples were hydrophilic, which is asso-
ciated with possible high osteointegration. In addition, the
nanoparticles increased the contact angle value.
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